STATE LABORATORY WISH LIST 2011 


PRIORITY i 

ITEM 






1 

Lab Refrigerator ( 3 door unit to repiace 2 
older 2 door units.) 


$8,407 


Lead Lab 8th floor. 

bIb 

2 

Or instead of above lab refrigerator, 1 door 
unit to replace 1 older 2 door unit. 

1 

$4,646 


Lead Lab 8th floor. 


3 

ICP-MS (Replace 2 GF-AAS) 

1 

? 75,000 


Lead Lab 8th floor. 









5 







6 














8 







9 







10 







11 







12 







13 







TOTAL 








Folk OIG PRR 007899 










































